Abstract: A combination of far-field electrospinning (FFES) and free-radical polymerization has been used to fabricate coated electrospun polymer fiber mats as a new type of biosensor platform. Poly (3-hydroxybutyrate-co-3-hydroxyvalerate) (PHBV) electrospun fibers were dip-coated with different compositions of poly methyl methacrylate-co-methacrylic acid (poly(MMA-co-MAA)). This synergistic approach utilizes large specific surface area of PHBV fibers and co-polymer coatings that feature an optimum concentration of surface carboxyl (-COOH) groups. The platform surface morphology, porosity and tunable hydrophobicity enhance biomolecular interactions via plurality of molecular forces. These customized fiber mats have been integrated into a newly designed 96-well plate called an "intrant enzyme-linked immunosorbent assay" or i-ELISA. I-ELISA allows colorimetric sandwich assay to be carried out without any modifications or additional steps in ELISA methodology. By introducing the fiber mats in fabrication of i-ELISA via extensions on the lid, we address some of the limitations of the previous designs while demonstrating an enhanced signal intensity up to 12 times higher than that of conventional assays. With improved sensitivity, specificity and accuracy in the detection of dengue virus, i-ELISA has proven to be a reliable platform for biomolecular recognition. The proposed fiber mat-assisted well plate in this study holds great potential as a universal approach for integration of different types of fiber mats with pre-designed specific properties in order to enhance the detection sensitivity of the assay.
Introduction
Application of papers in analytical platforms was known as early as the 17th century with the use of cellulose fibrous structure for chromatography [1] . Recent advances in specific healthcare areas such as visual bio-diagnostics and hand-held detection devices have opened a new demand fibers were fabricated from poly (3-hydroxybutyrate-co-3-hydroxyvalerate) (PHBV) and were coated by different compositions of poly methyl methacrylate-co-methacrylic acid (poly(MMA-co-MAA)) synthesized in free-radical polymerization reaction. In our previous work, we demonstrated the advantage of poly(MMA-co-MAA) coatings that increased dengue detection limits when applied in various shapes and sizes [4, 23, 24] . The combination of FFES and dip-coating results in a paper-like fiber material with controlled chemistry, surface morphology, hydrophobicity and pore size. The fiber mats obtained in this work are advantaged with an optimum density of permanent -COOH functional groups that not only obviate surface modification but also facilitate biomolecular interaction through several molecular mechanisms when applied in our novel i-ELISA platform for dengue virus (DENV) detection.
Appl. Sci. 2016, 6, 336 3 of 24 paper strips. Taking the advantage of far-field electrospinning (FFES) and dip-coating techniques, polymer-coated electrospun fibers were produced for integration into an i-ELISA. Electrospun fibers were fabricated from poly (3-hydroxybutyrate-co-3-hydroxyvalerate) (PHBV) and were coated by different compositions of poly methyl methacrylate-co-methacrylic acid (poly(MMA-co-MAA)) synthesized in free-radical polymerization reaction. In our previous work, we demonstrated the advantage of poly(MMA-co-MAA) coatings that increased dengue detection limits when applied in various shapes and sizes [4, 23, 24] . The combination of FFES and dip-coating results in a paper-like fiber material with controlled chemistry, surface morphology, hydrophobicity and pore size. The fiber mats obtained in this work are advantaged with an optimum density of permanent -COOH functional groups that not only obviate surface modification but also facilitate biomolecular interaction through several molecular mechanisms when applied in our novel i-ELISA platform for dengue virus (DENV) detection. 
Materials and Methods

Fabrication of the Polymer-Coated Electrospun Fibers
Step 1. Electrospun fibers were produced from a PHBV solution (Sigma, San Antonio, TX, USA) by using FFES as shown in Figure 1a ,b. Dissolved PHBV in chloroform (CHCl 3 , Sigma, San Antonio, TX, USA) and dimethylformamide (DMF, Thermo Fisher Scientific, Waltham, MA, USA) was injected from a needle, drawn into fibers and deposited on an aluminum collector plate (Reynolds Wrap, Lincolnshire, IL, USA). Electrospun PHBV fiber mats were peeled from the collector plate and stored for further experiments. The electrospinning setup, except for high voltage power supply, was placed inside a clear acrylic box to have a careful control over the experimental environment. Molecular sieves and silica gel (200 g) were placed inside the perforated box that allowed simultaneous humidity absorption and solvent evaporation. A hygrometer (Hanna Instruments HI 8564, Dallas, TX, USA) was placed inside the box to monitor relative humidity and temperature during the electrospinning procedure. Relative humidity and temperature during the electrospinning time were kept in the range of 28 ± 2 • C and 61%-65%, respectively. The duration of electrospinning was approximately 7 h while 20 mL of polymer solution was spun for each sample. Detailed information related to electrospinning procedure can be found in the supplementary section.
Step 2. Different compositions of poly(MMA-co-MAA) have been synthesized by a previously reported method [25] . Four different compositions were synthesized as follows: poly(MMA-co-MAA-9:1), poly(MMA-co-MAA-7:3) and poly(MMA-co-MAA-5:5). The numbers in the brackets mark the molar ratios of the monomers involved in the polymerization reaction. For ease of discussion, these compositions are referred to as Comp. Step 3. The electrospun PHBV fibers were coated with PMMA and different compositions of poly(MMA-co-MAA) through simple and straightforward methods of dip-coating (Figure 1c ) [24] . Fiber sheets were immersed in the polymer solutions (5%) for 3 s, dried at ambient temperature, and cut into circles of 6 mm diameter (Figure 1c) . The round-shaped coated electrospun fiber mats were used in the fabrication of i-ELISA. Further technical details of the polymer synthesis, fiber production and coating procedure can be found in the supplementary section.
Fabrication of i-ELISA
The polymer-coated PHBV fiber mats were integrated into a novel design of 96-well plate. Figure 2a shows a schematic representation of the prototype's segments. Each lid has 96 attached PMMA pillars (6 mm diameter × 8.7 mm length) which were fabricated through a layer-by-layer assembly of PMMA pillars and two pressure sensor adhesive layers (PSA;~100 µm thickness, model FLEXmount DFM-200-Clear) (FLEXcon Company, Spencer, MA, USA) for each individual PMMA pillar. One PSA layer was used to affix the pillar section to the lid and the other one was used to secure the round-shaped polymer-coated PHBV electrospun fiber mat (~500 µm thick), as shown in Figure 2a . A computer numerical controlled (CNC) precision tool (model Vision 2525, Vision Engraving and Routing Systems, Phoenix, AZ, USA) and a vinyl cutting/plotter machine (Model PUMA II, GCC, Taipei, China) were used for cutting out the PMMA pillars and fabricating the PSA layers from large PMMA and PSA sheets, respectively.
Morphology Analysis by Scanning Electron Microscopy (SEM) and Water-in-Air Contact (WCA) Angle Analysis
Surface morphology of the coated and uncoated PHBV fibers was analyzed with scanning electron microscopy equipped with a field emission gun (JSM7600F, JEOL, Santa Barbara, CA, USA) following the previously reported experimental method [24] . Frontal and cross-section images of the coated and uncoated samples were analyzed in order to study the effect of coating on the morphology of the PHBV fibers.
Water-in-air contact angle (WCA) was measured for the droplets of distilled water deposited on the coated and uncoated surfaces of PHBV fiber mats. The average contact angle for each sample was calculated from the measurements performed on five separate droplets of distilled water on three samples from each composition [24] . Contact angles were measured 1 min after deposition of the droplets at the center and on the four corners of the samples. Standard deviations, in these experiments, were negligible as a minor spreading (±0.3 • ) was observed for almost all of the measurements (n = 15). Contact angle measurement was also performed on the 96-well plate made from polystyrene (PS) for a clear comparison between wettability of the commercially available ELISA well plates and the customized platforms.
Colorimetric Sandwich ELISA for DENV Detection
Sandwich ELISA, vaunted as the most specific and reliable biorecognition protocol, was selected as the method of interest for minimizing the risk of non-specific bindings and obtaining accurate results [26] . In this protocol, the virus was immobilized between two antibodies (Abs): capture Ab (rabbit anti-dengue virus 2 antibody, ab155042, Abcam, San Francisco, CA, USA) and primary Ab (mouse IgG2a anti-DV, ab155863, Abcam, San Francisco, CA, USA). Since these two Abs are propagated in the bodies of different hosts, they are incapable of binding each other. However, a secondary labeled Ab (anti-mouse igG2a alkaline phosphatase, ab97242, Abcam, San Francisco, CA, USA) can further bind to the primary Ab and generate the colorimetric detection signal. The chance of cross-reactivity or analytes' interface for the antibodies was reported to be minimal (less than 2%) according to the data sheets received from the manufacturer. Along every single set of the experiments, conventional ELISA in untreated PS 96-well plate (Nunc, Roskilde, Denmark) was also conducted as a control (the sandwich ELISA protocol is described in the supplementary section). To reduce experimental inconsistency, all conducted assays were performed under the same conditions using the same reagents. No major intraday variability was observed for the performed assays in this study. Enveloped dengue virus was prepared in our laboratories via a clinical isolation and processing of dengue serotype 2 obtained from a patient's serum sample (DV2-isolate Malaysia M2, Gen Bank Toxonomy No.: 11062).
Depending on the purpose of the assay, a variety of DENV concentrations was prepared by serial dilutions. In order to calibrate the assay, serial diluted virus solutions in the concentration range of 3.5 × 10 −5 p.f.u/mL to 3.5 × 10 −2 p.f.u/mL were applied in the assay. Calibration curves were plotted after conversion of the data to the logarithm values. The detection range was studied by running the assay in a wide concentration range between 3.5 × 10 −5 p.f.u/mL and 3.5 × 10 5 p.f.u/mL. Detection comparison, however, was selected from the results obtained only for DENV concentration = 3.5 × 10 −2 p.f.u/mL. Negative controls were calculated from the assays conducted in the absence of virus (n = 24). Cut-off values for each individual platform were considered as twice of the mean values of the negative controls, which is in accordance with the approved methodologies [15] . Only those replicates that have shown optical density (OD) greater than corresponding cut-off values were interpreted as positives readings. Detection results have been plotted after subtracting the cut-off values from the original data. Positive detection results were accompanied by their negative controls for additional clarification. A total number of 96 samples including 72 positive and 24 negative replicates were examined for each individual platform in sandwich assay to study the sensitivity and specificity of the proposed methodology in contrast to the conventional ELISA. Limit of detection (LoD) for each separate platform was determined from the standard deviations in the case of minimum DENV concentration and slopes of the corresponding calibration plot [26] [27] [28] [29] [30] [31] [32] . Calculations are presented in the supplementary section.
Results and Discussion
Morphology Analysis of the Coated and Uncoated Poly(3-hydroxybutyrate-co-3-hydroxyvalerate) (PHBV) Electrospun Fiber Mats
Surface morphologies of the uncoated and polymer-coated PHBV electrospun fibers, recorded by SEM, are presented in Figure 1 . A very clear morphology alteration by PMMA-co-MAA coating of the fibers can be observed by SEM image comparison between pristine fibers and polymer-coated PHBV mats (Figure 1a,d ). In particular, Figure 1d depicts the highly porous structure of the polymer-coated fibers with the average pore size of~3 µm (measurements performed for 100 random pores in five different coated samples). General pore size reduction of the coated samples is essential as it prevents the entrapment of the biomolecules in the network of the fibers (this phenomenon is further discussed in Section 3.4). Note that the images in Figure 1a ,d were chosen as representative from SEM analysis (complete SEM analysis can be found in supplementary section; Figure A1 ). Representative cross-section images of the uncoated and polymer-coated PHBV fibers are also shown in Figure 1e ,f, respectively. Coverage of the interstitial spaces between the electrospun fibers by coated segments can be recognized by comparing these images as well (Figure 1e,d) . Overall, our method enables full cover of 3D fibrous structures used in this experiment. Similar fibrous structure was observed for almost all the polymer-coated PHBV fibers. This result is consistent with our previous findings where the similar coatings were fabricated on different type of polymer fibers [24] . In this study, however, a different approach was utilized by integrating the fiber onto the specially designed ELISA plate lids (Figure 2 ). With this fabrication strategy of well plates, i-ELISA introduces paper segments or polymer fiber mats from the top of the well plate into the assay. Surface wettability of the developed platforms was analyzed by WCA measurement and results are presented in Figure 3 . The uncoated PHBV fiber mat has shown the average contact angle of~110 • , which is in agreement with the previously reported data [33] . PMMA coating has increased the hydrophobicity of electrospun PHBV fibers up to the contact angle of~115 • . As expected, WCA for the coated fibers has shown a gradual decrease in WCA as the ratio of MAA monomer in polymer compositions increased from Comp. Figure 3a . It is important to note that we measured the WCA of PS (commercial ELISA well plate) to be~60 • , which is in agreement with the reported results [34] . This drastic difference between two platforms (i-ELISA and PS conventional well plate used as control) is expected to have a strong influence on detection sensitivity. General hydrophobicity of the developed fiber mats, in this study, has drawn a great deal of importance when analyte-surface interaction is concerned. However, the complexity of such heterogenic interactions involves both surface chemistry and morphology that must be taken under consideration [35] .
~110°, which is in agreement with the previously reported data [33] . PMMA coating has increased the hydrophobicity of electrospun PHBV fibers up to the contact angle of ~115°. As expected, WCA for the coated fibers has shown a gradual decrease in WCA as the ratio of MAA monomer in polymer compositions increased from Comp.(9:1) to Comp.(5:5). The deliberate alteration of MMA/MAA ratio in polymer backbone ( Figure 1 ) was used to control surface concentration of -COOH groups, which in turn resulted in WCA presented in Figure 3a . It is important to note that we measured the WCA of PS (commercial ELISA well plate) to be ~60°, which is in agreement with the reported results [34] . This drastic difference between two platforms (i-ELISA and PS conventional well plate used as control) is expected to have a strong influence on detection sensitivity. General hydrophobicity of the developed fiber mats, in this study, has drawn a great deal of importance when analyte-surface interaction is concerned. However, the complexity of such heterogenic interactions involves both surface chemistry and morphology that must be taken under consideration [35] . Among several different forces that have an impact on biomolecular interfaces, three main interactions are known as the most influential driving forces in analyte-surface binding. The forces that have frequently been reported in the literature for their considerable impact on protein immobilization are as follows: electrostatic (ionic) attraction, hydrophobic interaction and hydrogen (H) bonding [24, 36, 37] . The ionic attraction is sensitive to pH changes and is relatively weak in comparison to other two forces while H-bonding facilitates the most substantial protein attachment [36] . In the present case, polymer-coated PHBV fibers create the platform for the mentioned physical Among several different forces that have an impact on biomolecular interfaces, three main interactions are known as the most influential driving forces in analyte-surface binding. The forces that have frequently been reported in the literature for their considerable impact on protein immobilization are as follows: electrostatic (ionic) attraction, hydrophobic interaction and hydrogen (H) bonding [24, 36, 37] . The ionic attraction is sensitive to pH changes and is relatively weak in comparison to other two forces while H-bonding facilitates the most substantial protein attachment [36] . In the present case, polymer-coated PHBV fibers create the platform for the mentioned physical forces to play their role in protein immobilization (Figure 4a ,c). Figure 4d outlines the possible interactions that might occur between an Ab and a PHBV fiber mat coated with poly(MMA-co-MAA). While -COO − groups can electrostatically bind -NH 3 + groups (within appropriate pH range), the hydrophobic -COOCH 3 groups of the surface promote the eminent hydrophobic force that bind Ab molecules to the fibrous surface [36] . At the same time, though in a completely different manner, available -COOH groups of the platforms can bind with -NH 2 groups of the Ab molecules via H-bonding and provide an additional mean of interaction [36] . Abundant oxygen from methacrylate -COOCH 3 groups might also contribute interfacial binding with amine groups of the Ab's (Figure 4d ). Looking into the chemical structures depicted in Figure 1 , it can be considered that there is a major competition between hydrophobic interaction and H-bonding in attracting Abs to the surface. PMMA-coated PHBV platform has shown the highest WCA among all the developed platforms that, in turn, facilitates biomolecule immobilization via hydrophobic interaction. On the other hand, PHBV coated with PMMA is privileged with the abundance of oxygen atoms in its structure. This gives an overall electronegativity to the surface that highly promotes electrostatic interaction even though this force contributes in protein immobilization in a weaker manner [36] . 
Analytical Method Optimization: Calibration and Evaluation of the Assay
A sandwich ELISA was carried out for a wide range of DENV concentration (3.5 × 10 −5 to 3.5 × 10 5 p.f.u/mL) in order to assess the performance of the developed platforms as a function of DENV concentration. Figure 5a , shows an initial increase of OD (optical density) values as a of increasing concentrations of DENV. This increase in detection signal was limited to the certain 5:5) composition with the highest concentration of -COOH groups) could often cause relatively inefficient protein immobilization due to the steric repulsion or multiple surface binding [24, 38] . In opposite cases when the concentration of surface functional groups is insufficient, the immobilized proteins could lose their activity due to close proximity to the solid platform. Overall, it is difficult to predict such phenomena and therefore any proposed method for biorecognition through heterogenic macromolecular interactions must be experimentally investigated and optimized in detail [23, 37, 39, 40] .
The application of cross-linkers for covalent immobilization of the proteins to the surface is often recommended; however, driven by our previous findings, we have selected the method of physical immobilization for this study [37] . Covalent protein immobilization is often performed by carbodiimide chemistry as the covalent attachment of the proteins to the surface is expected to be stronger than physical immobilization [41, 42] . Nevertheless, it has been frequently reported that the covalent immobilization of the proteins is not always reproducible in comparison to the direct physical immobilization [24, 37, 41, 43, 44] . For instance, instead of producing highly reactive NHS-ester groups, under particular circumstances, carbodiimide treatment might result in formation of unreactive functionalities such as anhydride groups [41] . Apart from complexity, this particular method can also cause an early cross-linking inside the individual biomolecules that consequently makes the immobilization troublesome [44] . In our previous experiences, application of carbodiimide treatment resulted in repetitive and consistent drop in the analytical sensitivity, which is most likely caused by low selectivity [23, 37, 45] . Considering our experience with similar polymer systems, we have refined the straight-forward method of physical surface immobilization and subsequent detection of DENV.
A sandwich ELISA was carried out for a wide range of DENV concentration (3.5 × 10 −5 p.f.u/mL to 3.5 × 10 5 p.f.u/mL) in order to assess the performance of the developed platforms as a function of DENV concentration. Figure 5a , shows an initial increase of OD (optical density) values as a function of increasing concentrations of DENV. This increase in detection signal was limited to the certain threshold (3.5 × 10 −2 p.f.u/mL) from which the signal intensity decreased in the higher range of DENV concentrations. This phenomenon is most likely the result of the large size of biomolecules used in the assay as such macromolecules might lose their activity by denaturation caused by the steric repulsion [46] . Therefore, lower concentrations of biomolecules facilitate biomolecular interaction in a more efficient manner. Nonetheless, developed platforms have continuously generated the positive detection signals that are considerably greater than that of conventional ELISA assay.
Sandwich ELISA in different concentrations of DENV (3.5 × 10 −5 p.f.u/mL to 3.5 × 10 −2 p.f.u/mL) was performed in order to carefully calibrate the assay. In a general observation from the plotted calibration curves in Figure 5b , it is evident that the higher level of confidence was achieved for the generated detection signals by coated electrospun fibers in comparison to the uncoated fibers or the conventional ELISA. Among coated PHBV fibers with different compositions of the polymer, the highest correlation coefficient value (R 2 = 0.9994) was obtained for the coated fibers with Comp.(9:1). While coated fibers with PMMA and Comp.(5:5) have also shown comparative linearity, both compositions refer to the higher slopes for their respective calibrations plots than the rest. Coated fibers, in general, have proven to have a higher level of performance compared to the pure PHBV fibers and the actual ELISA, regardless of the polymer composition used for the coating. Even uncoated PHBV fibers have shown greater R 2 value (0.9612) than ELISA, which confirms that the conventional analytical assay requires considerable improvements when it operates in lower concentrations of the target analyte. When the assay is conducted in the absence of target analyte, accurate analytical systems are likely to generate minor or no positive detection signal, as the biomolecular chain that leads to generation of the final signal is intentionally broken. As one of the evaluation methods, non-specific bindings at deliberate negative and positive replicates can be quantitatively measured and compared to the true negative and positive results thus establishing sensitivity and specificity of the assay [22] . In our investigation, a total number of 72 positive and 24 negative controls from an overall of 96 replicates were examined to assess the performance of each individual uncoated/coated fiber mats in the sandwich assay. Table 1 represents the evaluation parameters for the assays conducted with coated and uncoated PHBV fibers. Proposed fiber-based platforms in this study exhibited an average sensitivity of 97.49%, which was greatly improved in contrast to the clinical method, ELISA (76.39%, Table 1 ). Specificity of the proposed platforms was also found to be in a higher range than the clinical assay ( Table 1 , average 90.83%). Additional data analysis demonstrated significantly higher level of accuracy (average 95.83%) for the developed platforms in comparison to the conventional ELISA (77%). Table 1 also provides the calculated LoD values for proposed fiber mats. Developed fiber platforms have proven to be capable of detecting only few plaque-forming units of DENV in blood serum. In contrast, minimum DENV concentration detectable by conventional ELISA was found to be 5 × 10 3 p.f.u/mL, which is classified as a relatively late phase in DF (day 4-6 from the onset of the fever) [15, 24, 37, 47, 48] . The ability of the proposed platforms in detecting only few plaque-forming units of the target analyte is of a crucial importance as future developments of such methodology can shift the detection time towards considerably earlier stages of DF for improved dengue surveillance. Table 1 . Calculated sensitivity, specificity, accuracy and limit of detection (LoD) of the assay performed with polymer-coated electrospun PHBV (poly(3-hydroxybutyrate-co-3-hydroxyvalerate)) fiber mats in DENV (dengue virus) detection (the total number of 432 positive and 144 negative replicates was examined to study the assay accuracy). Indicative parameters in the table are as follows: true positive (TP), true negative (TN), false positive (FP), false negative (FN). ELISA: enzyme-linked immunosorbent assay. PMMA: poly methyl methacrylate-co-methacrylic acid. 
DENV
Detection Performance as a Function of Poly(MMA-co-MAA) Polymer Coating Composition
In order to compare the performance of uncoated and coated PHBV fiber mats in the actual virus detection, colorimetric sandwich ELISA assay was performed to detect DENV as the target analyte. Figure 6 summarizes the detection results into two plots: detection signal intensities and negative controls (Figure 6a,b respectively) . For clear comparison with the clinical standard method, ELISA was performed (in PS as a standard analytical well plate) as control. In order to perform substantial number of trials, the standard deviations in each set of the experiments are the results of 12 successive replicates. The fiber segments of i-ELISA were observed to be highly stable throughout several steps of incubation. As can be observed from Figure 6a , resultant optical density (OD) values are in the range of 0.4-1.2, which is generally in a greater range than previously reported values for DENV detection via conventional ELISA [14, 15, 17] .
Appl. Sci. 2016, 6, 336 13 of 24 biosensor platforms. In addition, electrospinning technique could be optimized to produce sub-micron polymer fibers [49] , which could increase the level of sensitivity of fibrous platform. Although there are several different techniques for regeneration of the analytical platforms such as treatment with strong oxidizer, acid/base components and/or concentrated salts [50, 51] , reusability of the developed platforms is not debated. Since i-ELISA can be fabricated through an inexpensive and straightforward method of molding, the device can be considered as a disposable analytical platform. Therefore, it seems highly possible that i-ELISA could pave the way to the future of the electrospun fiber mat-assisted analytical well plates [50] . The fact that our novel design can be Although pure PHBV fibers have generated slightly higher detection signals than a conventional assay, it was observed that PHBV fibers (without polymer coating) resulted in considerable false positive signals when the assay was performed in the absence of DENV, as presented in Figure 6b . This result can be considered as direct evidence which proves that hydrophobicity of the PHBV fibers does not necessarily protect the surface from the risk of buffer penetration. In a sandwich assay, if primary Abs are entrapped inside the structure of the material, they would not be thoroughly eliminated in the following washing steps of the assay. Entangled primary Abs could couple with the secondary labeled Abs in the next step, thus leading to the false positive signal as can be seen in Figure 6b . Therefore, tuning the pore size, distribution and hydrophobicity of the bioreceptor surface highly influences the performance of the platforms in the assay. PMMA-coated PHBV fibers resulted in the greatest level of detection among all the coated samples. The next in line was coated fiber with Comp.(7:3) which has generated OD values comparable to that of PMMA-coated surfaces. Statistical analysis presented in Figure 6a shows an overall higher performances of the developed platforms in comparison to the conventional ELISA. In particular, from the presented results it can be observed that the coated PHBV fibers with PMMA and Comp. (7:3) offered significant detection sensitivity in comparison to the rest of the coating polymer compositions and the conventional assay (Figure 6a ). Considering the major forces that influence the analyte-surface attraction (discussed in Section 3.2), the experimental results in Figure 6 indicate that the predominant force is hydrophobic interaction. However, relatively high OD intensities recorded for poly(MMA-co-MAA) coatings with moderate concentrations of -COOH groups (Comp.(9:1) and (7:3); Figure 6 ) could be related to H-binding between coatings and Ab molecules. In summary, the results presented here do not only justify this novel and highly effective analytical method for early detection of DENV but they also provide the insight into physical protein-surface, nano-scale interactions, an important aspect for future development of sensitive biosensor platforms. In addition, electrospinning technique could be optimized to produce sub-micron polymer fibers [49] , which could increase the level of sensitivity of fibrous platform.
Although there are several different techniques for regeneration of the analytical platforms such as treatment with strong oxidizer, acid/base components and/or concentrated salts [50, 51] , reusability of the developed platforms is not debated. Since i-ELISA can be fabricated through an inexpensive and straightforward method of molding, the device can be considered as a disposable analytical platform. Therefore, it seems highly possible that i-ELISA could pave the way to the future of the electrospun fiber mat-assisted analytical well plates [50] . The fact that our novel design can be applicable for integration of several different types of paper and/or fiber products into the assay endorses such a platform as a fairly unique development. One of the most important aspects in development of novel bio-sensing platforms is the shelf life of the bioreceptor surfaces. In that perspective, stability of the surface functionalities is highly important. Conventionally modified bioreceptor surfaces often lose their activities after a specific period of time due to the aging effect or reorientation phenomenon. Generated functional groups on the surface tend to reorganize themselves in order to occupy lower levels of energy, thereby resulting in deactivation of the modified surfaces. In the present case, available surface functionalities were formed through free-radical polymerization reaction. For that reason, the surface functional groups (-COOH) are an inherent part of the chemical structure and are not expected to rearrange with time [37] . Additionally, polymer-coated electrospun PHBV fibers have shown great stability throughout the time-consuming and tedious sandwich ELISA, which involves a number of steps with several incubations.
In our previous attempt at fabrication of electrospun fiber mat-based platforms, we used PHB electrospun fibers as the supporting material for dip coating [24] . The same strategy was applied for fabrication of coated fiber mats by using PHBV as the supporting material in this study. The reason for this alteration was due to the specific characteristics of the PHBV material itself. PHBV was found to possess a level of robustness in the time-consuming and laborious sandwich ELISA experiments. Additionally, PHBV is more electronegative than PHB due to the presence of oxygen atoms in its chemical structure. This specific characteristic of PHBV promotes biomolecular interaction through known forces of electrostatic interaction as well as H-bonding. For all the mentioned reasons, the performance of PHBV-coated fiber mats was superior as the intensity of detection signal was measured to be six times greater in comparison to PHB [24] .
Advantages of i-ELISA in Comparison to the Competing Technologies
Although a variety of different techniques such as printing, patterning, waxing, heating, etc. have been used in fabrication of paper-based analytical devices, such platforms suffer from lack of control over the properties of the paper itself [2] . Paper segments in most of these platforms are chosen from commercially available cellulose products. Known as a hydrophilic material, NC possess WCA of 21 • to 67 • , depending on the type of the paper and the specific manufacturer [52] . This level of hydrophilicity is not favorable for protein immobilization as it may induce protein entrapment and subsequently lead to the false positive signal. This phenomenon, to a large extent, is one of the responsible factors for low sensitivity of the paper-based analytical devices. Moreover, NC contains -OH functional groups in its structure. Different treatment techniques have been employed to modify the surface of NC by converting less reactive -OH groups to the more reactive -COOH groups [8] [9] [10] [11] . Nonetheless, as it was discussed before, such surface modification techniques tend to compromise the characteristics of the NC papers while generated -COOH functionalities are not guaranteed to last long. Furthermore, current paper-based platforms mainly rely on the visual readout as opposed to the analytical signal from the optical density or fluorescence measurement that corresponds to the exact concentration of the target analyte in blood serum. Semi-quantitative analysis with such devices is often carried out using tablets, smart phones and/or digital cameras [6] . Therefore, almost none of these paper-based techniques are comparable to the "gold standard" method (ELISA) that has been used for more than three decades in laboratories and hospitals. One of the justifications to accept those semi-quantitative methods is that such platforms have shown reliability in remote/rural areas and resource-limited environments that are in major need of such extreme point-of-care (EPOC) devices. Our strategy is to provide more sensitive analytical results even for EPOC applications by replacing the paper strips with more controllable polymer fiber mats. I-ELISA can successfully address a number of drawbacks from the previous paper-based platforms:
• I-ELISA is the first developed electrospun fiber mat-assisted analytical well plate that strictly follows the principles of the standard ELISA method.
• I-ELISA well plates can be fabricated by a slight modification in the current well plate by the injection molding process. Therefore, our platform can be highly cost-effective in comparison to the vying products.
•
Unlike previously developed paper-based well plates, which are often composed of several different layers that need to be assembled before the application (Figure 7a ), i-ELISA consists of only two parts (lid and body of the well plate, Figure 7b ), in the same fashion as commercially available analytical well plates. This fact to a considerable extent makes i-ELISA practical as the proper installation of the multilayer platforms is often beyond expertise of the lab technicians.
• I-ELISA can be used as a universal approach through which a wide variety of fiber/paper products with their special properties and functionalities can be introduced to the assay.
• As a unique platform, i-ELISA can offer the visual detection judgment as the white color of the paper makes the perfect background for colorimetric detection. More importantly, i-ELISA enables routine quantification of the exact signal intensity, as the bottom part of the well plate stays intact for a regular colorimetric readout (Figure 7b ).
• I-ELISA is privileged with a great stability of the fiber parts as well as the well plate itself. In most of the paper-based well plates, the paper segments are printed or sprayed at the bottom of the well plate [2] . Printed sections are highly sensitive and are normally damaged through the numerous pipetting steps that are performed in a typical assay. In the present prototype, however, the paper part is barely touched throughout the pipetting procedure and thus remains whole (Figure 7b ).
Unlike previous nitrocellulose NC-based analytical platforms, polymer-coated electrospun PHBV is a customized fiber material that can possess tailored surface properties, tuned wettability and specific morphological characteristics. Fiber segments of i-ELISA not only offer desirable surface characteristics but also are benefited with inherent -COOH functional groups that make the application of surface modification techniques needless. 
Conclusions
This study presents fabrication and processing of a novel electrospun fiber mat-assisted analytical well plate, i-ELISA. Associated fiber segments in this platform are a novel class of material made from electrospun poly(3-hydroxybutyrate-co-3-hydroxyvalerate) (PHBV) fibers coated with different compositions of poly methyl methacrylate-co-methacrylic (poly(MMA-co-MAA)) synthesized in free-radical polymerization reaction. The developed well plate has successfully addressed some of the major drawbacks of the previous paper-based analytical platforms. I-ELISA was tested for diagnosis of dengue virus via physical immobilization of the proteins by using a sandwich colorimetric assay. Proposed technology has proven to greatly enhance the detection signal intensity up to 12 times greater than the conventional assay, while the limit of detection (LoD) values reveal a significant improvement (~500 times in the case of PMMA-coated electrospun PHBV fibers) in comparison to the conventional clinical assay. I-ELISA has also shown a considerably higher level of sensitivity, specificity and accuracy 
This study presents fabrication and processing of a novel electrospun fiber mat-assisted analytical well plate, i-ELISA. Associated fiber segments in this platform are a novel class of material made from electrospun poly(3-hydroxybutyrate-co-3-hydroxyvalerate) (PHBV) fibers coated with different compositions of poly methyl methacrylate-co-methacrylic (poly(MMA-co-MAA)) synthesized in free-radical polymerization reaction. The developed well plate has successfully addressed some of the major drawbacks of the previous paper-based analytical platforms. I-ELISA was tested for diagnosis of dengue virus via physical immobilization of the proteins by using a sandwich colorimetric assay. Proposed technology has proven to greatly enhance the detection signal intensity up to 12 times greater than the conventional assay, while the limit of detection (LoD) values reveal a significant improvement (~500 times in the case of PMMA-coated electrospun PHBV fibers) in comparison to the conventional clinical assay. I-ELISA has also shown a considerably higher level of sensitivity, specificity and accuracy in comparison to the clinically approved ELISA. In particular, i-ELISA was capable of detecting only few plaque-forming units of dengue virus in blood serum, which corresponds to the primary stage of dengue infection. Development of i-ELISA can open new opportunities to the future production of cost-effective, disposable and reliable diagnostic tools that can be utilized for enhanced detection of viruses, not only limited to dengue virus as presented in this study. The proposed strategy described in this paper can be applied for fabrication of a new generation of analytical well plates that can incorporate a wide variety of customized or commercial fiber/paper products into the actual analytical assay. Developed fiber segments of i-ELISA, in turn, have shown great potential for integration into the microfluidic devices or other fiber-based analytical platforms.
1.
20 mg of PHBV was dissolved (10 wt %) in chloroform/ dimethylformamide (DMF) (9:1) and ejected from a 20 G needle (inner diameter = 0.9 mm) at the speed of 3 mL/h. 2.
A voltage of 10 kV was loaded between the needle and an aluminum plate (40 cm × 40 cm), which was the target for fiber deposition. The distance between the needle and the aluminum plate was set to be 18 cm.
3.
The polymer solutions were drawn into the PHBV fibers and were deposited on the aluminum plate. The sheet of PHBV electrospun fiber was then peeled off from the aluminum plate.
Synthesis and Processing of Poly Methyl Methacrylate-Co-Methacrylic (poly(MMA-co-MAA)) Compositions
Four different compositions of poly(MMA-co-MAA) have been synthesized via free-radical polymerization reaction with azobisisobutyronitrile (AIBN, Friedemann Chemical, Cologne, Germany) as an initiator and in tetrahydrofuran THF (Thermo Fisher Scientific, Waltham, MA, USA) as the solvent. Methyl methacrylate (MMA) and methacrylic acid (MAA) monomers were purchased from Sigma, San Antonio, TX, USA. MMA monomer was distilled prior to application in polymerization reaction. The abbreviation for each composition indicates the initial molar ratio of the monomers. For example, poly(MMA-co-MAA-9:1) refers to 90% of MMA and 10% of MAA in polymerization reaction mixture. Other copolymer compositions are: poly(MMA-co-MAA-7:3) and poly(MMA-co-MAA-5:5). For ease of discussion, the mentioned copolymer compositions are referred to as Comp.(9:1), Comp.(7:3) and Comp. (5:5) . When MMA is the sole monomer in the polymerization reaction, the result of the synthesis is PMMA (100% of MMA and 0% of MAA). The pure PMMA was also polymerized under the exact same reaction condition. A two-neck round-bottom flask was fixed with a condenser, sealed inlet and used for reactants feeding. The round-bottom flask was charged with a pre-calculated amount of MMA monomer in 50 mL of THF under stirring condition for 5 min. A mixture of MAA monomer and initiator (AIBN, 0.164 g) was slowly added to the reaction mixture. Polymerization reaction was carried out for 8 h at 90 • C and was eventually stopped by adding reaction mixture into 1 L of distilled water. Immediate precipitation of the white color polymer was observed at this stage that was a clear confirmation on the formation of copolymer compositions. White-colored precipitations were filtered, thoroughly washed with distilled water and dried in vacuum oven at 40 • C for further experiments.
Dip-Coating Procedure
The electrospun PHBV fiber mats were coated by the straightforward method of dip-coating. Substrates (PHBV fibers) were coated by immersing fiber sheets into the different polymer solutions (5% in THF). Fiber sheets were taken out from the polymer solutions after 3 s of dipping and allowed to dry at room temperature. The paper-like polymer-coated PHBV sheets with the thickness of~500 µm were cut into the circle-shaped pieces (diameter = 6 mm) for fixing onto the intrant ELISA system.
Dengue Virus Propagation in Mosquito Cells and Titration
A clinical isolate of dengue serotype 2 from a patient's serum sample (DV2-isolate Malaysia M2, Gen Bank Toxonomy No.: 11062) was used for virus propagation by a single passage on C6/36 mosquito cells. The dengue-infected cells with obvious cytopathic effects (CPE) were lysed by freeze and thaw cycle. The culture medium was centrifuged at 1800 rpm for 10 mins to remove cell debris, filtered (0.2 µm), portioned into aliquots, and stored at −80 • C until used. The viral titer of the dengue suspension was established by serial dilutions on Vero cells using plaque assay. In brief, a 10-fold serial dilution of medium supernatant was added to new Vero cells grown in a 24-well plate (1.5 × 10 5 cells) and incubated for 1 h at 37 • C. The cells were then overlaid with Dulbecco's modified Eagle's medium containing 1.1% methylcellulose. Viral plaques were stained with naphthol blue-black dye after 5 days of incubation. Virus titers were calculated according to the following formula: titer (p.f.u/mL) = number of plaques/volume of diluted virus added to the well × dilution factor of the virus used to infect the well in which plaques were enumerated. The final dengue virus titer that was used in serial dilutions had the concentration of 3.5 × 10 10 p.f.u/mL.
Sandwich ELISA Procedure
Step 1. Each well of i-ELISA was filled with 100 µL of capture antibody (Ab), rabbit anti-dengue virus 2 antibody (ab155042, Abcam, San Francisco, CA, USA) diluted (1:500) in coating buffer. Coating buffer was prepared by mixing 0.85 g of sodium chloride (NaCl, Sigma, San Antonio, TX, USA), 0.14 g of disodium phosphate (Na 2 HPO 4 , Sigma, San Antonio, TX, USA), and 0.02 g of monosodium phosphate (NaH 2 PO 4 , Sigma, San Antonio, TX, USA) in 100 mL of phosphate-buffered saline (PBS, Fisher Scientific, Waltham, MA, USA) with the pH of 7.4. Incubation was carried out for 2 h at 37 • C.
Step 2. Washing step was performed by charging each well with 200 µL of washing buffer which consists of 0.05% Tween 20 (Sigma, San Antonio, TX, USA) in PBS solution (pH = 7.4). This step was performed at room temperature three times (each time 5 min) by using a shaker with the shaking speed of 1000 rpm. The exact same process was performed between each two steps of the sandwich assay. It is important to note that the lid was placed on top of well plate not only during the washing steps but also throughout all different steps of the sandwich ELISA. Therefore, paper segments of i-ELISA have been directly in contact with the respective buffers in the conducted incubations.
Step 3. The blocking step was performed in order to achieve high selectivity and to avoid non-specific bindings. This step was conducted by charging each well with 100 µL of blocking buffer and incubating well plates at 37 • C for 1 h. Blocking buffer was prepared by adding 1 g of bovine serum albumin (BSA, Sigma, San Antonio, TX, USA) to 100 mL of washing buffer. Blocking buffer used in the assay had a controlled pH of 7.4.
Step 4. Each well of i-ELISA was charged with 100 µL of the diluted virus solution and incubation lasted for 2 h at 37 • C. Virus solution was prepared by the serial dilution method in a variety of different concentrations depending on the application of the assay.
Step 5. Primary Ab solution was prepared by diluting mouse IgG2a anti DV (ab155863, Abcam, San Francisco, CA, USA) in diluting buffer (DB) with the ratio of 1:200 (Ab:DB). Diluting buffer was made by adding 0.4 g of BSA, 4 mL of PBS buffer and 120 µL of Trintonx-100 into 36 mL of distilled water at the pH of 7.4. Each well received 100 µL of primary Ab solution and well plates were placed in the incubator of 37 • C for 2 h.
Step 6. The last incubation was carried out by adding 100 µL of secondary antibody solution that was also diluted in diluting buffer (1:500). Anti-mouse igG2a alkaline phosphatase (ab97242, Abcam, San Francisco, CA, USA) was used as the secondary Ab. This step was performed at the temperature of 37 • C for 30 min.
Step 7. In the final step, wells were thoroughly washed and charged with 100 µL of mixed substrate (alkaline phosphatase blue microwell substrate, components A and B). This reaction was conducted at ambient temperature and stopped after 15 min by adding 100 µL of alkaline phosphatase stopping solution (A585, Sigma, San Antonio, TX, USA). Signal intensity was recorded by using Bio-Rad ELISA reader (model 680) at the specific wavelength of 570 nm as the manufacturing guideline has suggested.
Evaluation of the Assay
Calculation of sensitivity and specificity was done by using the equations below: Figure A1 represents the morphology analysis of the uncoated and coated electrospun PHBV fiber mats. The polymer-coated sections of the platform which occupy the voids between the electrospun fibers can be clearly seen in Figure A1b Figure A2 represents images of the contact angles between droplets of water and coated/uncoated surfaces of the PHBV fiber mats. An increase in contact angle from uncoated ( Figure A2a ) to PMMA-coated PHBV fiber ( Figure A2b ) was followed by a gradual decrease in contact angles (Figure A2c-e) . This gradual decrease in contact angle corresponds to the increase in concentration of -COOH groups, which, in turn, is the function of molar ratio of MAA monomers in the polymerization reaction. Figure A2 represents images of the contact angles between droplets of water and coated/uncoated surfaces of the PHBV fiber mats. An increase in contact angle from uncoated ( Figure A2a ) to PMMA-coated PHBV fiber ( Figure A2b ) was followed by a gradual decrease in contact angles ( Figure A2c-e) . This gradual decrease in contact angle corresponds to the increase in concentration of -COOH groups, which, in turn, is the function of molar ratio of MAA monomers in the polymerization reaction. 
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